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INTRODUCTION 




General Utility of Electrical Apparatus 
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End View of Wagner Mica Plate High-Tension 
Electric Generator. 






































Spark Regulator. 




Ozone Generator. 





Multiple Point Terminals. 



Geisler Tube Point Electrode. 










Double Eye Tube 
























High Frequency Treatment, Through Clothing. 



























X-ray Tubes. 

































Management of X-Ray Tubes. 











Tube Holders. 






ELECTRO MAGNET. 











X-Ray Theraphy. 










The Wagner X-Ray Compression Diaphragm 
and Shield. 












Fluoroscopic Work. 
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DEVELOPING OUTFIT. 







X-Ray Plates. 








Wagner Speed Regulating Rheostat. 









Alternating Current Motors. 











High Speed Gear. 








Air Compressor. 




Therapeutic Arc Lamp. 



Therapeutic Arc Lamp. 






Therapeutic Arc Lamp with Stereopticon. 







Electric Light Bath Cabinet. 


















Faradic Coils. 






PORTABLE FARADIC BATTERY. 



















Combination Faradic Plate. 



























































































































SWITCH COLLECTORS. 









MILLIAMPERE METER. 


























Automatic Cut-Out Switch. 





Alternating Current Transformer. 





CALVANO CAUTERY ELECTRODES. 





Wagner Universal Lamp Set. 








FOREHEAD LAMP. 



LAMP FOR ABDOMINAL OPERATIONS. 







SURGICAL LAMPS. 




UNIVERSAL HANDLE 





















ESOPHAGEAL ELECTRODE. 



STOMACH ELECTRODE. 



OVAL SHAPED RECTAL ELECTRODE 























































GRENET BATTERY. 









The Purdy Electric Centrifuge. 







Price List of Extras. 
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SPECIAL NOTICE 




